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EN: Complete the required lines on the Implant Card using a waterproof pen. 

 

EN: Give the Implant Card and the Implant Card Leaflet to the patient. 

 

EN: MR conditional, for details refer to manufacturer website. 

 
Occlutech PDA Occluder 
The implanted product, Occlutech PDA Occluder, is used to close a patent ductus arteriosus (PDA). PDA is a defect 
where a neonate’s ductus arteriosus fails to close after birth and remains open (patent). Normally the heart's left side 
only pumps blood to the body, and the right side only pumps blood to the lungs. In a person with PDA, extra blood 
gets pumped from the body artery (aorta) into the lung (pulmonary) arteries. If the PDA is large, the extra blood being 
pumped into the lung arteries makes the heart and lungs work harder and the lungs can become congested. PDA is 
one of the more common congenital heart defects and is much more common among premature babies and infants 
with genetic disorders than others. In many children the PDA will sometimes shrink and go away without any help. 
Most defects close within two years without treatment being necessary. 
 

The product is made of nitinol mesh, PET patches and medical suture and has no lifetime limitation. 
 
After the procedure 
Your physician will provide you with a check-up schedule, usually with the following intervals: 
•   Day after the implantation 
•   After 1, 3 and 6 months. During check-ups, your physician will confirm the proper placement of the device using 
standard hospital diagnostic methods e.g., echocardiography. 
 
Things to think about after the procedure 
•   Take all the medication as recommended by your physician. 
•   Avoid physical strain for a minimum of 2 weeks. 
•   Carry your implant card. 
•  If you experience any symptoms of shortness of breath or chest pain at any time, seek medical care immediately. 
 
Travelling 
The device will not set-off any metal detectors at an airport security scan. 
 

MR Conditional 
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Magnetic Resonance Imaging (MRI) 
An MRI scan of 1.5 and 3 Tesla are tested conditionally safe under specific settings and is possible to perform 
immediately after the procedure. Please tell your radiologist prior to an MRI scan that you carry an implant. 
 
NOTE: For Australia only. Any serious incident that occurs in relation to the implant should be reported to the 
manufacturer and to the Therapeutic Goods Administration (TGA) at complaints@occlutech.com and 
www.tga.gov.au/reporting-adverse-events, respectively. 

 
Manufacturer: 
Occlutech Tıbbi Ürünler San. ve 
Tic. Ltd. Şti 
Yeşilköy SB Mah., E Blok Sok.                                
Occlutech Apt. No: 6 
34149 Bakırköy / Istanbul, Turkey 
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